Optical monitoring of bubble size and shape in a pulsating bubble surfactometer

Shannon L. Seuryynck,1 Nathan J. Brown,1 Cindy W. Wu,1 Kevin W. Germino,2 Ellen K. Kohlmeir,1 Edward P. Ingenito,3 Matthew R. Glucksberg,2 Annelise E. Barron,1 and Mark Johnson2

1Department of Chemical and Biological Engineering and 2Department of Biomedical Engineering, Northwestern University, Evanston, Illinois; and 3Respiratory Division, Brigham and Women’s Hospital, Boston, Massachusetts

Submitted 16 July 2004; accepted in final form 22 March 2005

Seuryynck, Shannon L., Nathan J. Brown, Cindy W. Wu, Kevin W. Germino, Ellen K. Kohlmeir, Edward P. Ingenito, Matthew R. Glucksberg, Annelise E. Barron, and Mark Johnson. Optical monitoring of bubble size and shape in a pulsating bubble surfactometer. J Appl Physiol 99: 624–633, 2005. First published March 24, 2005; doi:10.1152/japplphysiol.00748.2004—The pulsating bubble surfactometer (PBS) is often used for in vitro characterization of exogenous lung surfactant replacements and lung surfactant components. However, the commercially available PBS is not able to dynamically track bubble size and shape. The PBS therefore does not account for bubble growth or elliptical bubble shape that frequently occur during device use. More importantly, the oscillatory volume changes of the pulsating bubble are different than those assumed by the software of the commercial unit. This leads to errors in both surface area and surface tension measurements. We have modified a commercial PBS through the addition of an image-acquisition system, allowing real-time determination of bubble size and shape and hence the accurate tracking of surface area and surface tension. Compression-expansion loops obtained with the commercially available PBS software were compared with those provided by the image-analysis system for dipalmitoylphosphatidylcholine, Infasurf, and Tanaka lipids (dipalmitoylphosphatidylcholine-palmitoyloleoylphosphatidylglycerol-palmitic acid, 68:22:9) at concentrations of 0.1 and 1.0 mg/ml and at frequencies of 1 and 20 cycles/min. Whereas minimum surface tension as determined by the image-analysis system is similar to that measured by the commercially available software, the maximum surface tension and the shapes of the interfacial area-surface tension loops are quite different. Differences are attributable to bubble drift, nonsinusoidal volume changes, and variable volume excursions seen with the modified system but neglected by the original system. Image analysis reveals that the extent of loop hysteresis is greatly overestimated by the commercial device and that an apparent, rapid increase in surface tension upon film expansion seen in PBS loops is not observed with the image-analysis system. The modified PBS system reveals new dynamic characteristics of lung surfactant preparations that have not previously been reported.

Surface tension; dynamic; adsorption; lipids; surfactometry; lung surfactant; dipalmitoylphosphatidylcholine

SURFACTANT REPLACEMENT THERAPY is currently used to treat respiratory distress syndrome (RDS) in premature infants and has reduced mortality rates by more than 40% (16). Costly animal-derived lung surfactant replacements are typically used for the treatment of RDS. The development of synthetic or biomimetic lung surfactant replacements could significantly reduce the cost of surfactant replacement therapy, as well as minimize the risk of immune system activation and allow easier certification of purity and safety than does animal-derived surfactant. Commercially available synthetic surfactant preparations are not as effective as the animal-derived surfactants (13, 15, 31). Hence, there is a great deal of research focused on the development of new biomimetic lung surfactant replacement preparations (36).

With recent advances in biotechnology, the generation of a nearly limitless number of candidate biomimetic lung surfactant preparations for use in surfactant replacement therapy is possible (3, 19, 25, 34, 37). With such large numbers of potential surfactant replacements, it is essential to be able to rapidly evaluate the efficacy of each sample for use in humans. Ideally, each surfactant preparation could be tested in an animal model for RDS; however, these tests are both costly and time consuming, greatly limiting the number of preparations that can be evaluated. Therefore, it is desirable to have a reliable in vitro method for rapidly screening the large pool of potential lung surfactant replacements. One instrument commonly used for in vitro testing of lung surfactant is the pulsating bubble surfactometer (PBS) (9, 18).

The PBS allows both static bubble and dynamic bubble adsorption data to be collected for a surfactant preparation (18). In particular, it allows for characterization of the behavior of surfactant preparations at 37°C and at physiological frequencies of bubble pulsation. The main components of the PBS, shown in Fig. 1, are the sample chamber, the volume displacement piston, and the pressure transducer (9). The sample solution (~25 μl) is loaded into the sample chamber, which is in contact with atmospheric pressure through a capillary tube (0.55 mm ID). A bubble is formed at the bottom of the capillary by using the volume displacement piston. The bubble is pulsated at a designated frequency, with a stroke volume of 0.4 μl. Finally, a pressure transducer is used to measure the pressure in the sample chamber, which along with knowledge of the bubble radius allows surface tension to be computed by using the Laplace equation for a sphere (9).

One drawback of the PBS is the potential for “leakage” of surfactant from the air-water interface to the surfaces of the sample chamber, which has been reported to prevent the achievement of ultralow surface tensions during compression (28). However, it has been shown that, by using a modified technique of loading the sample chamber, the leakage artifact seen in the PBS system can be largely eliminated (24).

Another potential source of error is the inability of the PBS to dynamically determine the bubble size, leading to impreci-
sion in the dynamic determination of surface tension and bubble surface area. In addition, standard use of the PBS involves adjusting the bubble size manually throughout the run, which affects the rate of surfactant adsorption to the interface. Typical use of the PBS also relies on the assumption that the bubble shape is that of a sphere, which leads to errors at low surface tensions when the bubble is actually an ellipsoid (5, 14).

We report in this study the modification of a commercial PBS such that bubble size and shape, and therefore surface tension and interfacial area, are dynamically determined. In particular, image-acquisition capability has been added to a PBS. This system allows for more accurate characterization of the dynamic interfacial behavior of surfactant preparations. The results show that not only does this improved system give more stable results, but it also reveals new dynamic characteristics of lung surfactant preparations that have not previously been reported.

MATERIALS AND METHODS

Design of new surfactometer. We used a PBS (General Transco, Largo, FL) modified by our group. A, volume displacement piston; B, pressure transducer; C, microscope and camera; D, temperature-controlled water bath; E, sample chamber; F, capillary; G, air bubble.

The surface tension (γ) of the bubble was calculated by Laplace’s equation (17):

\[
\gamma = \frac{\Delta P}{\frac{1}{R_1} + \frac{1}{R_2}}
\]

where ΔP is the pressure drop across the bubble at the location where the two radii of curvature, \(R_1\) and \(R_2\), are determined. Assuming the bubble to be an ellipsoid, at the side of the bubble \(R_1 = b^2/a\) and \(R_2 = a\) and at the apex \(R_1 = R_2 = a^2/b\) (where \(a\) is the major radius and \(b\) is the minor radius of the bubble; see Fig. 2). The pressure at the apex of the bubble was corrected to account for the higher hydrostatic pressure at the bottom of the bubble due to gravity (g) by adding the product \(pgb\) to the pressure term, where \(p\) is the fluid density.

The accuracy of assuming an ellipsoidal shape for the bubble was evaluated by comparing the surface tension calculated using the elliptical assumption with values determined by Graves et al. (12), who used a numerical solution to Laplace’s equation for a variety of bubble shapes. The deviation in calculated surface tension, assuming an elliptical shape, was always less than or equal to 0.1 dyn/cm from the values determined for the shapes considered by Graves et al. (12).

The surface tension is calculated at both the apex and side of the bubble, and, if the values do not agree within 10%, the data point is rejected (this is most important at low surface tensions, when the bubble is not an ellipsoid). At very low surface tensions (a few dyn/cm), the shape of the bubble was not an ellipsoid and deviated from the shapes described by Graves et al. (12).

The interfacial area (A) of the bubble is calculated for the ellipse, which is fitted to the observed bubble shape (2):

\[
A = R_1^2\pi + \frac{R_2^2\pi}{\varepsilon} \ln\left(\frac{1 + \varepsilon}{1 - \varepsilon}\right)
\]

where \(\varepsilon\) represents the ellipticity of the bubble \(\varepsilon = (R_2^2 - R_1^2)/R_1\). The area is also corrected to subtract the region where the bubble attaches to the capillary tube. Inclusion of this region in the calculation of area results in 7–12% error.

Voltage measurements from the pressure transducer and images from the camera are sent to LabVIEW acquisition boards (National Instruments) at a rate of ~0–20 times per second, and the interfacial area and surface tension of the bubble are calculated in real time. A LabVIEW program is used to find the edges of the bubble, fit the bubble shape with an ellipse, and determine the major and minor radii (see Fig. 2). The surface area and surface tension are relatively
Insensitive to small changes in the location of the edge of the bubble; a 1% error in the determination of the bubble’s major or minor axis will cause an ~2% error in surface area and 1% error in surface tension.

Preparation of surfactants. Dipalmitoylphosphatidylcholine (DPPC) and palmitoyloleoylphosphatidylglycerol (POPG) were purchased from Avanti Polar Lipids (Alabaster, AL), palmitic acid (PA) was purchased from Aldrich (Milwaukee, WI), and Infasurf (Forest Laboratories, New York, NY) was obtained from the clinical research pharmacy at Children’s Memorial Hospital (Chicago, IL). The surface activities of the different surfactants [DPPC, Infasurf, and Tanaka lipid mixture (32)] were evaluated at bulk concentrations of 0.1 and 1.0 mg/ml. In nolar concentrations, DPPC was evaluated at 0.14 and 1.4 mM, and the Tanaka lipid mixture was evaluated at 0.16 and 1.6 mM. DPPC, POPG, and PA were individually dissolved to a known concentration in chloroform-methanol 3:1. The Tanaka lipid mixture, previously shown to mimic well the lipid portion of lung surfactant (32), was prepared by combining DPPC, POPG, and PA at a ratio of 68:22:9 by weight in chloroform-methanol 3:1. Lipid samples were dried in a DNA 120 speedvac (Thermo Electron, Holbrook, NY) to complete dryness, forming a pellet. The pellet was then dispersed in an aqueous buffer solution (150 mM NaCl, 5 mM CaCl2, 10 mM HEPES, pH 6.9) to the appropriate concentration (0.1 or 1.0 mg/ml), with a final volume of 70–80 µl. Samples were mixed with a pipette 20 times, sonicated with a Fisher model 60 (Hanover Park, IL) probe sonicator for 15 s twice, and then again mixed with a pipette 20 times. This preparation technique was adapted from that of other researchers (18, 35). Infasurf, which contains phospholipids, neutral lipids, and the hydrophobic surfactant proteins B and C, was diluted to the appropriate concentration (0.1 or 1.0 mg/ml) with the above buffer and gently mixed, as recommended by the manufacturer.

Pulsating bubble surfactometer studies. Samples were loaded into a sample chamber with a plastic transfer pipette. Putty was placed on the capillary end of the sample chamber during loading and removed before experiments were run; a similar procedure was previously shown to prevent surfactant leakage (24). The sample chamber was placed into the PBS, and a 0.4-mm radius bubble was formed immediately. Static-bubble adsorption data were collected for 20 min, both with and without adjusting the bubble size.

Dynamic adsorption data were obtained at frequencies of 20 cycles/min until steady state was reached, then at 60 cycles/min for 5 min, 20 cycles/min for 5 min, and 1 cycle/min for 10 min. Experiments were performed both with and without adjusting the bubble size. The order of cycling rate was investigated, and we found that as long as 1 cycle/min did not directly follow 60 cycles/min, there were no differences in data loops (data not shown). For consistency of experiments, we chose the above protocol for all data reported in this paper. In the dynamic experiments, we assumed steady state was attained when the minimum and maximum surface tension remained constant (within 2 dyn/cm), and the shape (slopes and hysteresis) of the surface tension vs. interfacial area loop appeared constant for >2 min. These same criteria were used to determine reproducibility between runs. Each sample was repeated for a total of six times to determine reproducibility of results. Data were collected using both the commercially available PBS software and the image-analysis system. Because the data collection rate at 60 cycles/min was near the temporal resolution of the camera, those data are not presented here. However, the trends observed thus far at 60 cycles/min are consistent with the other data presented here.

RESULTS

All samples were characterized both with and without adjusting the bubble size throughout the run. Although adjusting the bubble size is standard protocol in the field, it is well known that it can affect the adsorption dynamics of the surfactant by introducing “unscheduled” compressions and expansions. Here we present results using both protocols: those with adjusting the bubble size to show how it compares to the standard protocol and those without adjusting the size to give a more accurate assessment of adsorption dynamics.

Adsorption data obtained under static conditions are shown in Fig. 3. In one set of experiments, we maintained the bubble radius at 0.4 mm by manual adjustment (A–C), whereas in a second set of experiments we allowed bubble size to drift during data collection (D–F). Data were collected for DPPC (A, D), Infasurf (B, E), and Tanaka lipids (C, F), with a sample concentration of 1.0 mg/ml. As reported in other studies, DPPC (4, 35) and Tanaka lipids (1, 23, 26) adsorbed to the interface more slowly than did Infasurf (27) and showed substantially higher surface tensions after 20 min. When the bubble radius was held constant at 0.4 mm, there was very little difference observed between the surface tensions calculated by the original and modified programs, as would be expected. This is due to the spherical shape of the bubble during this static adsorption phase. When the bubble size was not adjusted, the bubble grew during the same period that surfactant was adsorbing to the interface. For example, for the data shown in Fig. 3, D–F, the bubble increased in surface area from an original area of 1.7 mm² for all samples to 2.7 mm² for DPPC, 2.7 mm² for Infasurf, and 2.6 mm² for Tanaka lipids. This growth in bubble size varied from one run to another and did not seem to depend on the surfactant used. Because the original PBS software was written with the assumption of constant minimum bubble radius, whereas it actually increasing, the surface tensions obtained using the original PBS software were lower than those obtained by use of the image-analysis system.

Figure 4 shows typical surface tension-interfacial area profiles at different times during cycling, as obtained for the three surfactant preparations at 20 cycles/min and 1.0 mg/ml with bubble size adjusted throughout the run, for DPPC (A–C), Infasurf (D–F), and Tanaka lipids (G–I). Figure 4, A, D, and G, show loops after ~1 min of cycling; B, E, and H show loops after ~5 min of cycling; and C, F, and I show loops at steady state. We should note that at very low surface tensions, such as was obtained for DPPC and Infasurf, the image-analysis system was not always able to fit the shape of the bubble because it varied significantly from that of an ellipse. Therefore, reliable calculations of surface tension and surface area could not be obtained. However, because the pressure drop across the bubble was very low at these time points, it is clear that the surface tension is near zero for these “missing” data points (see Fig. 4, C–F).

The dynamic interfacial behavior observed for DPPC is similar to that reported by other investigators (18). Namely, a large degree of compression is required to achieve near-zero surface tension, a high maximum surface tension, and a small extent of loop hysteresis. For Infasurf, we observe near-zero surface tension with a relatively small amount of compression, low maximum surface tension, and a larger extent of hysteresis. These results are consistent with previous studies (27). Finally, the data loops for the Tanaka lipids showed higher minimum and maximum surface tensions than DPPC and Infasurf, as well as a relatively small extent of hysteresis, although slightly more than DPPC. Again, these results compare well with those previously reported by others (1, 23, 26).

However, there are several differences between the shapes of the data loops obtained from the commercial system and our
modified imaging system. Whereas the minimum surface tensions are similar, the maximum surface tensions calculated by the commercial system are consistently lower than those measured by the modified system. Additionally, we observe significantly decreased hysteresis using the image-analysis system in most of the loops compared with the commercial PBS, as well as differences in the slopes of the curves upon bubble expansion. We focus on examining these and other differences between the commercially available system and the image-analysis system for profiles that have reached a quasi-steady state.

Figure 5 shows the steady-state loops obtained at bulk surfactant concentrations of 0.1 and 1.0 mg/ml, and cycling frequencies of 1 and 20 cycles/min, for DPPC (A–C), Infasurf (D–F), and Tanaka lipids (G–I), with adjustment of bubble size throughout the run. It is clear that the conclusions drawn from the transient loops seen in Fig. 4 are also supported by the data shown in Fig. 5. Namely, the maximum surface tension calculated by the original system is consistently lower than that calculated by the modified system. In many of the loops, the extent of hysteresis seen with the commercially available system is much greater than that seen with the image-analysis system. In some cases (e.g., Figs. 4B, 5A, and 5G), there is virtually no hysteresis detected with the image-analysis system. There is also a significant difference in the slopes of the surface tension-interfacial area curves determined by the de-

Fig. 3. Surface tension as a function of time for dipalmitoylphosphatidylcholine (DPPC; A and D), Infasurf (B and E), and Tanaka lipids (C and F) at 1.0 mg/ml and 37°C under static-bubble conditions, with adjusting bubble size (A–C) and without adjusting bubble size (D–F). ○, Data from the new imaging system; •, data from commercially available software.
vices, particularly during the initial inflation of the bubble. Although the commercially available device shows a very high slope, as has been noted in previous studies (18, 20, 21), this slope is usually significantly lower when data are acquired with the image-analysis system (e.g., Figs. 4G and 5D).

We have determined several reasons why these errors may occur with the commercial system. First, we observe a difference in the cyclic change in surface area for each cycle. The original software assumes the compression ratio to be 47.4% of mean bubble surface area, whereas that detected by the image-analysis system ranged from ~50 to 58%, depending on bubble size and cycling rate. Because of these differences between the true and assumed bubble size, significant differences in the shapes of the surface tension-interfacial area profiles are observed between the two systems. This is the cause for the lower maximum surface tension obtained from

Fig. 4. Surface tension as a function of interfacial area for DPPC (A–C), Infasurf (D–F), and Tanaka lipids (G–I) at 1.0 mg/ml and 37°C with a frequency of 20 cycles/min, at 3 different times after start of cycling. ●, Data from the new imaging system; ○, data from commercially available software. Loop directions are clockwise. Bubble size was adjusted during the run to maintain constant maximum size.
the original system, because the bubble is increasing to a larger maximum surface area than is assumed.

Another source of error is the sinusoidal change in cyclic volume assumed in the software of the commercially available system. The image-analysis system shows that the volume does not change in exactly a sinusoidal fashion, but rather the peaks and troughs are somewhat flatter than would be the case for a true sinusoid (data not shown). This can cause the commercially available device to show an apparent increase in surface tension before the surface area has reached its minimum value, unlike most of the data measured by the image-analysis system.

We have also observed a discrepancy between the bubble cycling frequencies as measured by the image-analysis system compared with that detected by the commercially available PBS software. When the unit is running at a frequency of 20 cycles/min, the image-analysis system measures the correct frequency. However, the commercially available device detects a somewhat higher frequency of 20.68 cycles/min. According

Fig. 5. Steady-state surface tension as a function of interfacial area for DPPC (A–C), Infasurf (D–F), and Tanaka lipids (G–I) at 0.1 mg/ml (A, B, D, E, G, H) and 1.0 mg/ml (C, F, I) and 37°C at frequencies of 20 cycles/min (cpm) (A, D, G) and 1 cycle/min (B, C, E, F, H, I). Data from the new imaging system; ○, data from commercially available software. Loop directions are clockwise. Bubble size was adjusted during the run to maintain constant maximum size.
to the manufacturer, this may be due to a slow chip in the device, leading to inadequate processor speed involved in data storage. A similar discrepancy was seen at 1 cycle/min, with the commercially available device detecting a frequency of 1.04 cycles/min. Although these differences are small and do not generate significant errors in terms of measured surface tension or shapes of the hysteresis loops, they do lead to a time-dependent phase difference between the real data (as recorded by our imaging system) and the data as recorded by the PBS software.

Finally, there is the issue of bubble size drift that occurs during the time course of an experiment. Although it is common practice in the use of the commercial device to constantly adjust the bubble size throughout the run, this is tedious and inaccurate and can lead to changes in the adsorption kinetics. Figure 6 shows hysteresis loops for 1.0 mg/ml DPPC at 20 cycles/min without adjusting bubble size after 1 min (A), 5 min (B), and at equilibration, or 35 min (C) of cycling. The upward drift in surface area is readily apparent in Fig. 6 for the data acquired by the imaging system. The bubble begins at a maximum surface area of 4.0 mm²; however, image analysis reveals that, for these particular runs, the maximum surface area of the DPPC bubble grew to 4.3 mm² over 35 min (Fig. 4C). This leads to a progressively larger error in the maximum surface tension, as measured by the commercially available system.

DISCUSSION

The PBS allows for characterization of the dynamic behavior of surfactant preparations at physiological frequencies. As normally used, the PBS allows the minimum and maximum surface tension of a preparation to be determined at different pulsation frequencies (9). Another instrument used for the characterization of surfactants is the captive bubble surfactometer (CBS), which is a leak-proof surfactometer that utilizes image analysis to determine the dynamic surface tension behavior (28). Although the CBS has some distinct advantages over the PBS, such as minimizing surfactant leakage and thereby better characterizing the dynamic behavior of surfactants, particularly those with high surface activity (24, 28), there are also some disadvantages. In particular, there are some difficulties with its use: large quantities of surfactant are necessary to load the system; experiments are time consuming; and the data analysis can be quite complex and therefore too time consuming to be done in real time (24). Although the limitations of the PBS have been noted in several reports (5, 8, 14, 24), the relative ease of working with this system, compared with other systems, as well as its commercial availability, have led to its continued use.

However, the commercially available PBS system also has several distinct problems, including the assumptions made in its software that the bubble is a sphere with constant maximum and minimum radii (0.55 and 0.4 mm, respectively), and that the cyclic change in bubble volume is sinusoidal. Although the device is generally able to provide accurate values for the minimum surface tension when the bubble size is adjusted throughout the run, other data that can be obtained from the shape of the surface tension-interfacial area loop are inaccurate. In particular, parameters such as the extent of loop hysteresis, surface film elasticity, dynamic respreading, and compression needed to reach minimum surface tension all depend strongly on the shape of the surface tension-interfacial area loop. Therefore, to obtain accurate data from this system, the bubble size and shape need to be accurately and dynamically determined.

By enhancing the PBS with an imaging and data-acquisition system that sends images and voltage signals from the device...
the calculated surface tension for the effects of gravity on hydrostatic pressure.

In addition, the modified system is able to detect the actual compression ratio, which typically varies from that assumed by the original system. As can be seen in Figs. 4 and 5, the compression ratio is distinctly different from that assumed by the PBS, likely leading to many differences in the shape of the loop. Finally, this approach allows for direct visual assessment of whether leakage of surfactant into the capillary is occurring during a run. If leakage is detected, the data can be rejected. The results show that, without these corrections, significant errors can occur in the characterization of a surfactant preparation.

Typically, results from the PBS are presented in table form: minimum and maximum surface tension at given times after the beginning of pulsation. However, there is a great deal of information that can be gained from the examination of the interfacial area-surface tension loops. Comparison of these loops with analytical models can be used to determine biophysical parameters characterizing surfactant function (18, 20–22). Interestingly, previous comparisons of model predictions with results from the commercially available PBS identified differences that were attributed to deficiencies in the models (18, 21, 22). In particular, the models predicted less hysteresis, with the hysteresis depending more strongly on frequency than was seen in the data from the commercially available PBS. Furthermore, the rapid increase in surface tension at the beginning of bubble inflation that was seen using the commercially available PBS could not be reproduced by model predictions.

It is exciting to find that these are precisely the differences between the loops as seen when using the image-analysis system and those seen when using the commercially available unit, with the model predictions agreeing much more closely with the former. Figures 4 and 5 reveal less hysteresis and also a much stronger dependence of hysteresis on cycling frequency in the data from the image-analysis system than was seen using the commercially available unit. Nearly all of the figures show that the image-analysis system has a much slower increase in surface tension at the start of bubble inflation than is seen using the commercially available system. This high rate of increase in surface tension seen with the commercially available system has been commented on in other studies (18, 22) and likely occurs because of errors in assumed size and shape of the bubble as determined by PBS software at very low surface area. Although the bubble is still decreasing in surface area, the commercially available system assumes it is already increasing.

It is also of note that the data from the image-analysis system compare well with dynamic measurements of the behavior of lung surfactant in a CBS (29). Specifically, at 50% film area compression, minimal hysteresis was observed with the CBS, and the initial slope upon film expansion was similar to that seen in this study. This is in contrast to the findings obtained by use of the commercially available PBS. All of these findings not only strongly suggest that these models give a more accurate portrayal of surfactant biophysical function than previously realized, but also lend further support to the results of the present study.

The modified PBS system, with image- and data-analysis capabilities, allows for more accurate characterization of lung surfactant preparations. However, there are still several weak-

![Fig. 7. Comparison of spherical vs. ellipsoidal shape assumption for DPPC at 1.0 mg/ml, 37°C, and 20 cycles/min. A: steady-state surface tension as a function of time. B: surface area (capillary tube area not corrected for) as a function of time. ● Data assuming an ellipsoid; ○ data assuming a sphere. Loop directions are clockwise.](image-url)
nes of the new system. Although we are able to account for ellipsoidal bubble shape rather than assuming a sphere, at near-zero surface tensions the bubble becomes flattened, sometimes beginning to wrap around the capillary tube, and thus is no longer ellipsoidal in shape. The modified program is therefore not able to fit the bubble shape accurately in this regime. In addition, with the camera we are currently using, we are only able to transfer images at a rate of 60 per second. This is not sufficient for obtaining accurate data at 60 cycles/min, causing a lag in the image with regard to the pressure measurement. We plan to remedy this issue by acquiring a camera with a higher data-transfer rate.

Whereas the original PBS system is able to accurately determine the minimum surface tension, the maximum surface tension and the shapes of the interfacial area-surface tension loops that it reports are inaccurate. Accurate determinations of these loop shapes are especially important for determining the rate of increase of surface tension during inflation. It has been suggested that uniform inflation and stability of the lung depend strongly on the rate of increase of surface tension during lung inflation (10, 11, 30). The new image-analysis system allows dynamic determination of both bubble shape and size, which necessarily leads to a more accurate determination of parameters that characterize the inflation-deflation loops. Use of the image-analysis system identified several problems associated with the use of the original PBS system. The determination of surface tension relied on a number of calculated quantities, particularly the bubble compression ratio, sinusoidal volumetric changes, cycling frequency, and bubble size and shape. Of these, errors in bubble compression ratio and the sinusoidal assumption led to the most significant errors in the surface tension-interfacial area profiles. The loops that we obtain with the modified system better match model predictions. This modified device will allow for rapid and accurate determination of biophysical parameters that characterize potential lung surfactant replacement preparations.

GRANTS

We acknowledge support from the National Institutes of Health (P01-HL33009, M. Johnson and IR01HL67984-01, A. E. Barron), start-up funds obtained with the modified system better match model predictions. This modified device will allow for rapid and accurate determination of biophysical parameters that characterize potential lung surfactant replacement preparations.

REFERENCES

4. Chang CH, Coltharp KA, Park SY, and Franses EL.
5. Chang CH and Franses EL.
6. Crane JM and Hall SB.
7. Diemel RV, Snel MME, van Golde LMG, Putz G, Haagsman HP, and Batenburg JJ.
8. Enhorning G.
Pulmonary surfactant function studied with the pulsating bubble surfactometer (PBS) and the capillary surfactometer (CS). Comp Biochem Physiol A 129: 221–226, 2001.
9. Enhorning G.
10. Fung Y.C.
11. Fung Y.C.
12. Graves DJ, Merrill EW, Smith KA, and Gilliland ER.
13. Griese M.
14. Hall SB, Bermel MS, Ko YT, Palmer HJ, Enhorning G, and Notter RH.
15. Halliday HL.
17. Hiemenz PC and Rajagopalan R.
20. Krueger MA and Gaver DP.
22. Otis DR, Ingenti EP, Kamm RD, and Johnson M.
23. Otsubo E and Takei T.
25. Revak SD, Merritt TA, Cochrane CG, Heldt GP, Alberts MS, Anderson DW, and Kheiter A.
27. Scarpell EM, David E, Cordova M, and Maultone AJ.
28. Schürch S, Bachofen H, Goerke J, and Possmayer F.
29. Schürch S, Schurch D, Curstedt T, and Robertson B.
30. Stamenovic D and Smith JC.
31. Suresh GK and Soll RF.
33. Veldhuizen EJ, Batenburg JJ, van Golde LM, and Haagsman HP.

